HER2 biosensing through SPR-envelope tracking in plasmonic optical fiber gratings

Maxime Lobry, Médéric Loyez, Karima Chah, Eman M. Hassan, Erik Goormaghtigh, Maria C. Derosa, Ruddy Wattiez, and Christophe Caucheteur

1 Electromagnetism and Telecommunication Department, University of Mons, 31 Bld Dolez, 7000 Mons, Belgium
2 Proteomics and Microbiology Department, University of Mons, 6 Av. du Champ de Mars, 7000 Mons, Belgium
3 Institute of Biochemistry, Carleton University, 1125 Colonel By Drive, Ottawa, Ontario, K1S 5B6, Canada
4 Metrology Research Centre, National Research Council Canada, Ottawa, Ontario, K1A0R6, Canada
5 Laboratory for the Structure and Function of Biological Membranes, Center for Structural Biology and Bioinformatics, Université Libre de Bruxelles, Bld du Triomphe 2, 1050 Brussels, Belgium

Abstract: In the biomedical detection context, plasmonic tilted fiber Bragg gratings (TFBGs) have been demonstrated to be a very accurate and sensitive sensing tool, especially well-adapted for biochemical detection. In this work, we have developed an aptasensor following a triple strategy to improve the overall sensing performances and robustness. Single polarization fiber (SPF) is used as biosensor substrate while the demodulation is based on tracking a peculiar feature of the lower envelope of the cladding mode resonances spectrum. This method is highly sensitive and yields wavelength shifts several tens of times higher than the ones reported so far based on the tracking of individual modes of the spectrum. An amplification of the response is further performed through a sandwich assay by the use of specific antibodies. These improvements have been achieved on a biosensor developed for the detection of the HER2 (Human Epidermal Growth Factor Receptor-2) protein, a relevant breast cancer biomarker. These advanced developments can be very interesting for point-of-care biomedical measurements in a convenient practical way.

© 2020 Optical Society of America under the terms of the OSA Open Access Publishing Agreement

1. Introduction

In the scope of detection, optical fiber sensors find their place in a lot of applications involving real-time and continuous monitoring [1–3]. The area of implantation is very wide with plenty of opportunities, in particular for the development of strain, temperature, pressure, chemical and bio-chemical sensors [4–9]. Many interesting ways exist to achieve the development of an optical fiber sensor for which the most frequently encountered designs include unclad fibers, U-bent fibers [10], etched fibers [11], tapered fibers [12] and fiber gratings [4–6,13–15]. In these aforementioned configurations, tilted fiber Bragg gratings (TFBGs) represent a particularly convenient and relevant solution for biochemical and/or medical sensing once coupled to surface plasmon resonance (SPR) and bioreceptors immobilization (antibodies, aptamers, enzymes, etc) [16–20]. This refractive index modulation inscribed within the fiber couples light out the core and makes this waveguide sensitive to the outer medium. An enhancement of surface sensitivity can be obtained through the excitation of an SPR, an excited and collective oscillation of electrons, when a thin metal overlay is deposited over the TFBG and when appropriate light polarization is injected. An SPR-TFBG sensor represents then a highly tunable and versatile platform allowing the development of highly accurate and sensitive biosensing tools. In fact, such a device already proved its high potential, efficiency, and performances in biosensing, since miscellaneous biomolecular strategies can be considered depending on the target analyte...
(proteins, lipids, enzymes, DNA, cells, etc). It also benefits from the numerous advantages provided when working with optical fibers. The development of a fully biocompatible, flexible, cost-effective and small-scaled (diameter of 125 µm only) optode for minimally invasive and real-time in-situ detection in very small volumes (~100 µl) is entirely possible [12,19].

Breast cancer represents the most common cancer in women and occupies the second place in terms of number of cancer deaths worldwide just after lung and bronchus cancers [21]. For these pathologies, this number is directly imputed to late diagnosis and widespread of metastases. Nowadays, breast cancer tumor examinations rely on mammography, magnetic resonance imaging (MRI) and ultrasound or positron emission tomography (PET-scans). In the case of breast cancer diagnosis, the determination of the HER2 (Human Epidermal Growth Factor Receptor-2) status plays a key role in medical decisions for the choice of medicines and treatments [22]. The receptor tyrosine-kinase HER2 (also referred to as HER2/neu or Erb-B2) is a transmembrane protein which helps to manage the growth, the mitosis, and the repair of healthy breast cancer cells. However, the overexpression of this protein onto breast cell wall due to an abnormal HER2 gene amplification leads to an uncontrolled cell growth and mitosis, i.e. to a cancer. These phenomena result from different cell signalization pathways in the form of a downstream of phosphorylations/dephosphorylations through the epithelial cell when the HER2 receptor is activated. The phosphoinositide 3-kinase/Protein Kinase B (PI3K/AKT) [23] and the RAF/MEK/MAPK pathways are the most solicited [24]. The detection of HER2 in particular is very relevant because breast cancers involving HER2 protein overexpression, also known as HER2-positive (HER2+) breast cancer, tend to be more aggressive with a more rapid progression and a higher propensity to come back in comparison with HER2-negative (HER2-) ones [25]. HER2+ patients are generally treated with tyrosine kinase inhibitors (TKIs) such as trastuzumab [26]. In routine, the amount of HER2 proteins is determined through IHC test (ImmunoHistoChemistry) or with a FISH test (Fluorescence In Situ Hybridization) when the first method conducts to borderline results [22,26]. The major drawbacks of these techniques are their invasiveness involving numerous biopsies to avoid misdiagnosis and their relatively long processing time. In contrast, an optical fiber-based biosensor has the capability to yield minimally-invasive measurements and real-time operation.

To date, most of experiments involving plasmonic TFBGs have been based on standard telecommunication-grade single-mode optical fibers (SMFs), offering easy light injection with a cost-effective equipment. SPR can be excited through the use of P-polarized light, which implies finely adjusting the input state of polarization and preserving it by avoiding any unwanted polarization instabilities, as done in our previous works [13,19,20,27]. In the context of early pathology diagnosis, there is still room for practical performance improvement. In this work, we have contributed to this development, following a triple approach: use of another fiber type (1), set-up of a user-friendly demodulation technique (2) and sandwich bioassay (3). We have selected a single polarization fiber (SPF) that provides several interesting practical features. Indeed, the chosen SPF is a highly birefringent bow-tie fiber especially designed to strongly attenuate one of the two orthogonal states of polarization. At the expenses of a higher price per unit of length compared to the standard SMF, the P-polarization state propagation is highly fostered with a very positive impact on the SPR signal. A clean SPR signature is obtained with a high tolerance to polarization instabilities caused by optical fiber cable movements, which improves the robustness of experimental measurements and the quality of point-of-care biodetection. HER2 cancer biomarker detection is performed by a demodulation technique based on the tracking of the SPR signature envelope fit. This method can be easily automated and brings a very high sensitivity to surface events. For bioassays, thiolated aptamers were first directly immobilized onto the sensor surface for the label-free detection of HER2. Anti-HER2 antibodies were then added as amplifiers to significatively improve the sensitivity. Here, and contrary to our previous reports, we did not work towards the quantification of the actual limit of detection. As aforementioned, our motivation was to strengthen the practicability of a highly sensitive biosensing platform.
2. Development of SPR TFBG-based SPF aptasensor

2.1. SPR TFBG sensor

TFBG is a periodic modulation of the refractive index (RI) featuring a slight angle (1-10°) with respect to the perpendicular to the fiber axis [28–30]. This structure is generally inscribed within the fiber core under side laser radiation with the use of a tilted phase mask [31–33]. The TFBG acts as a set of tilted mirrors that breaks the fiber core symmetry and outcouples a part of the core guided light in the fiber cladding. Only for some defined wavelengths, the coupling phase-matching conditions are fulfilled [29,30,34] and give rise to several narrow resonances in the transmission TFBG spectrum. These cladding modes are directly in contact with the outer medium-cladding interface and are therefore sensitive to (SRI) changes [4,12,28,35]. The Bragg core mode, which appears at the right extremity of the TFBG transmission spectrum, is only sensitive to temperature and/or strain variations. This mode can be exploited to compensate for these disturbing effects while measuring SRI. A TFBG can therefore be considered as a self-referenced system. The sensitivity to SRI can be easily and highly enhanced by covering the grating area with a thin and finely tuned metal sheath (∼30–50 nm). A gold layer is preferred for stainless and biocompatibility reasons and its dielectric constant value well-suited for SPR excitation [12,36,37]. An SPR is an oscillation of electrons occurring at a metal-dielectric interface and generating a surface evanescent wave which locally amplifies the electric field close to the fiber surface. To achieve this, the incident light at the metal-dielectric interface must be radially-polarized (P-polarization) with an identical tangential component to that of the plasmon wave [12,37]. This phenomenon improves the sensor sensitivity to a depth of ∼λ/3 to λ/2, which explains the extensive use of SPR excitation for biosensing purposes [14,16,38–40]. In practice, a linear polarizer is used upstream of the TFBG in single mode fiber to select the right polarization for SPR excitation. In standard SMF28, the light polarization is not maintained, implying to secure the connecting fibers once the proper state of polarization is adjusted.

In this study, TFBGs are produced in single polarization fiber (SPF). This type of fiber allows for the propagation of a single mode with the specific and required polarization to excite the SPR. This polarization maintaining fiber is based on extremely birefringent bow-tie design from Fibercore (Zing HB1550Z) with core and cladding diameters of 11 and 125 µm, respectively. The fiber can either polarize unpolarized light or improve the polarization of an existing light source in a range of 100 nm around 1550 nm. Gratings are inscribed with a 193 nm ArF excimer laser and the phase mask technique. The latter is implemented thanks to a NORIA system (NorthLab Photonics, Sweden). The fiber is firstly hydrogenated (200 bar, 60 °C, 30h) in order to amplify the photosensitivity of the Ge-doped fiber core. The grating stability is significantly improved by performing a thermal annealing at 100 °C for 24 hours. The fiber at the grating location is then covered with a thin gold metal layer of ∼35 nm by the means of a sputtering process (Leica EM SCD 500), allowing SPR excitation which increases the sensitivity of the biodetection. This gold thickness results from one of our previous study [37] which was found to be a right trade-off to access to a very sensitive and clean SPR signal. The gold layer is locally heated (200 °C, 2h) to ensure its adhesion on the silica fiber surface.

2.2. Aptamer immobilization and setup

The plasmonic sensor is biofunctionalized by immobilizing thiolated anti-HER2 ssDNA aptamers directly onto the gold surface through covalent bounds in order to specifically detect HER2 breast cancer biomarkers (Fig. 1). These aptamers were selected by the Systematic Evolution of Ligands by EXponential enrichment (SELEX) method with sequence Ref. He_A2_3 [41]. The thiolated anti-HER2 aptamers (5’-TCT AAA AGG ATT CTT CCC AAG GGG ATC CAA TTC AAA CAG C-S-S-3’) were then synthetized by using a MerMade 6 automated DNA synthesizer (BioAutomation USA) [41–43]. DNA bases and thiol modifiers come from Glen Research (Sterling, VA, USA).
Fig. 1. Sketch of specific HER2 biodetection based on an SPR-TFBG biofunctionalized using anti-HER2 aptamers.

Prior to the immobilization on the gold-coated surface of the sensor, aptamers were resuspended in TE buffer (Tris-ethylenediaminetetraacetic) 100 µM (Base Pair Biotechnologies) and diluted 1:1 v/v with TCEP (Tris (2-carboxyethyl) phosphine) solution. To achieve the folding into their tertiary structure and then allow an optimal binding to the HER2 protein, a reduction step was carried out at 90 °C for 5 min. The aptamer solution was diluted in Phosphate Buffer Saline (PBS) from Thermo Scientific (pH 7.2) to reach the working concentration of 10.24 µM for the immobilization.

Finally, in order to avoid any unreliable readouts due to non-specific recognitions, the aptasensor surface was blocked with 6-mercapto-1-hexanol (Sigma Aldrich) 5 mM for 30 min in PBS at room temperature (RT). The experimental setup was composed of a LUNA optical vector analyzer (OVA) and a small disposable manufactured container (∼30 × 5x4 mm) able to contain

Fig. 2. Scheme of the experimental setup used for biofunctionalization and biodetection experiments (300 µL samples are used).
300 µL sample with the aim to achieve measurements in the transmission configuration (Fig. 2). The biosensor is gently immersed in a given solution by means of a micrometric screw lifter. Samples stay in place in the setup during measurements. Solutions are exchanged by pipetting and translating the sensor.

First experiments concerned the detection by direct interaction between anti-HER2 aptamers grafted onto the sensor surface and the HER2 protein (full recombinant human protein Erb-B2, 116 kDa, from Abcam ab60866) in PBS at RT. The specific interaction between the synthetized aptamers and the HER2 commercial protein was validated by means of lateral flow assays [43]. Then, the HER2 detection was confirmed and amplified using 20 µL/mL polyclonal anti-HER2 antibodies (BOSSBS-2896R from Bioss Antibodies) in PBS.

3. Bioassays results with anti-HER2 antibody signal amplification

3.1. Aptamer immobilization and blocking step tracking

The optical fiber-based sensor gives the possibility to follow the biofunctionalization process prior to the biodetection itself. The sensorgram of the aptamer immobilization was therefore recorded. For the demodulation technique, we use the envelope of the transmission spectra in the wavelength range impacted by the SPR, more precisely the lower envelope passing through the minima of the cladding mode resonances. To this aim we used the envelope function of MATLAB and optimized its parameters to find the envelope curve which match in the best way with our experimental signals. This envelope features the SPR signature that appears as a local maximum. The fitting and tracking of the wavelength shift of this maximum is used in this work to demodulate the biosensor response [Fig. 3(a)]. This method allows to access to very high shifts in comparison with conventional demodulation technique based on individual mode tracking (few dozens of pm) [44,45].

In addition, the use of an SPF is particularly well-suited for the implementation of this technique since light is inline polarized with high extinction ratio. Therefore, the spectrum is not disturbed by residual S-polarized modes and much more robust in practice. SPR excitation usually appears very clean in the spectrum, with a clear attenuation of cladding mode resonances that couple with the plasmon wave. It is therefore rather easy to track the envelope evolution of all the modes as a footprint of the SPR during experiments instead of following individual cladding mode as previously done in classical telecommunication-grade SMF [13].

Measurements were performed in PBS before and after this step showing a wavelength shift of ∼100 pm [Figs. 3(b) and 3(d)]. In contrast, a gradual and relatively high wavelength shift up to 300 pm is observed in the aptamer solution which reflects the binding of the aptamers onto the gold surface [Figs. 3(c) and 3(d)]. A covalent binding is expected due to the thiols functional groups present on the synthesized aptamers. The sudden jumps observed from PBS to the aptamer solution result from a difference in term of refractive index values.

The sensorgram of the blocking step was recorded as a function of time [Fig. 4(a) and Fig. 4(b)]. A continuous wavelength shift reaching ∼250 pm can be observed during 25 min. Indeed, the small mercaptohexanol molecules progressively form a layer that blocks free spaces between the bioreceptors, and such a layer grows as a function of time. The reaction is stopped after ∼25 min which corresponds to the time usually observed for an efficient surface blocking step [19,20,27].

3.2. HER2 aptasensing with antibody amplification

After the sensor surface was chemically blocked against non-specific recognition, detection of the breast cancer biomarker was first performed before achieving an amplification assay through specific polyclonal antibodies (Figs. 5 and 6). For HER2 aptasensing, the sensor was immersed in a 10⁻⁶ g/mL HER2 solution (in PBS) to examine the interaction with the anti-HER2 aptamers.
Fig. 3. Response signal of the SPR-TFBG at the end of the aptamer immobilization and in PBS (before and after aptamer grafting) (a) with an enlargement on the spectral region of interest (b). The fit of the SPR signature using the envelope is also shown. Enlargement on the wavelength shift of the SPR envelope maximum around during the aptamer immobilization (c). Sensorgram showing the tracking of the wavelength shift in nm over time of the SPR envelope during the aptamer immobilization with immersion in PBS before and after grafting (d).

Fig. 4. Tracking of the SPR-TFBG response signal shift in wavelength during the 6-mercapto-1-hexanol blocking in PBS with an enlargement on the spectral region of interest (a). The sensorgram obtained by using the tracking of the maximum of the SPR envelope overtime is also plotted (b).
Fig. 5. Sketch of principle of HER2 biodetection at SPR TFBG aptasensor interface through anti-HER2 aptamers and signal amplification using anti-HER2 antibodies.

The tracking of the envelope reveals a progressive wavelength shift of \( \sim 300 \) pm from the beginning of the contact with protein solution until reaching a more stable biochemical equilibrium [Figs. 6(a) and 6(c)]. Indeed, it can be seen in Fig. 6(c) that the incubation time is approximatively 20 min for our aptasensor with the HER2 protein.

The evolution corresponding to the first part of the curve can be explained by a rapid and specific interaction between proteins and aptamers. Then, a close proximity to the biochemical balance is progressively reached in the second part, since the aptamer layer is progressively saturated by HER2.

In order to amplify and confirm the HER2 aptadetection, a signal amplification was achieved by bringing the tested sensor into contact with a solution of anti-HER2 antibodies. The advantage of using antibodies (\( \sim 150 \) kDa) in this sandwich assay is to benefit from a higher molecular weight in comparison with aptamers (\( \sim 12 \) kDa) which increase the amplification response. In addition, the use of polyclonal antibodies allows several bindings with a given protein which also impacts positively the amplification assay.

A rinsing step in PBS was done to remove unbound proteins coming from the first detection and polyclonal antibodies were therefore chosen to allow more specific antibodies-HER2 interactions. The sensorgram of this assay shows a high wavelength shift of \( \sim 800 \) pm, which represents more than two and a half times the shift observed in the case of the aptamers-HER2 interactions [Figs. 6(b) and 6(c)].
Fig. 6. Tracking of the SPR envelope in the spectral region of interest during the HER2 biodetection through anti-HER2 aptamers (a) and the anti-HER2 amplification (b). Tracking of the wavelength shift in nm over time of the maximum of the SPR envelope during the biodetection with measurements in PBS between each step (c).

4. Conclusion

Titled fiber Bragg gratings coupled to the plasmonic effect are of growing interest in the biomedical detection field due to their indisputable advantages allowing to foresee real time measurement in point-of-care with miniaturized probes. Our work investigated a new approach to analyze the plasmonic response of TFBG sensors turned into biosensors. We oriented our sensor against the HER2 protein, a relevant biomarker whose presence is assessed in routine for the diagnosis of the most aggressive forms of breast cancer. Our demodulation technique based on tracking the local maximum of the lower envelope of the SPR-TFBG spectrum leads to wavelength shifts that are much higher than conventional method. A $\sim 300$ pm red-shift is observed during the HER2 aptamer-protein interaction where this value does not exceed few tens of pm in case of traditional mode tracking methods. This is because we track a spectral feature as close as possible to the actual SPR. An amplification of the detection was achieved by using anti-HER2 antibodies and led to a high extra shift of $\sim 800$ pm. Optical fiber-based sensors also enable the following of the bioreceptor immobilization in real-time during the biofunctionalization. Experiments were significantly fostered using SPF which directly allows inline P-polarization state required for SPR excitation. Experimental readouts also gain in robustness and quality thanks to the intrinsic structure of this specialty fiber which makes the core guided light less sensitive to optical fiber bending. The response observed in this work highlights therefore the potential of an envelope-based demodulation technique for the data analysis, showing relevant and interesting features for further on-site and convenient biosensing.
Funding
Fonds De La Recherche Scientifique - FNRS (O001518F).

Acknowledgment
The authors are grateful to Mariel David for her help in preparing optical fiber-based sensors. This work was financially supported by the Fonds de la Recherche Scientifique – FNRS under Grant no. O001518F (EOS-convocation 30467715), FRIA Grant of M. Loyez (FRS-FNRS) and Grant of the Associate Researcher position of C. Caucheteur (FRS-FNRS).

Disclosures
The authors declare that there are no conflicts of interest related to this article.

References


